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Article focus
 � biomaterials
 � orthobiologics
 � complications

Strengths and limitations
 �  large patient case-series with extensive 

analysis of underlying factors.
 �  Focuses on one product, difficult to make 

like-for-like comparisons.

Introduction
the use of calcium sulphate to fill bone 
defects was first described in 1892 by 
Dreesmann, in bonn. He reported the 

treatment of eight patients with bone voids 
filled with a mixture of calcium sulphate and 
phenol.1,2 Peltier further popularised its use  
in 1959,3 and amongst his conclusions were 
firstly that the implantation of calcium sul-
phate into bone or soft tissue does not pro-
duce a foreign body reaction; secondly, it 
stimulates new bone formation when perios-
teum or bone is also present, and thirdly it  
is usually absorbed and removed from the 
site of implantation.3 today, calcium sulphate 
beads may be used as an alternative void  
filler to poly(methyl methacrylate) (PMMA) in 
the presence of infection, nonunion or bone 
loss.4,5 traditional antibiotic-loaded PMMA 
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table II. staging system for prosthetic joint infection risk (part ii)

Systemic host (medical/immune) compromising factors

Age ≥ 80 yrs
Alcoholism
chronic active dermatitis/cellulitis
chronic indwelling catheter
chronic malnutrition (albumin < 3.0gm/dl)
current nicotine use (inhalational or oral)
Diabetes (requiring oral agents and/or insulin)
Hepatitic insufficiency (cirrhosis)
immunosuppressive drugs (e.g. methotrexate, prednisone, cyclosporine)
Malignancy (history of, or active)
renal failure requiring dialysis
systemic inflammatory disease (e.g., rA, sle)
systemic immune compromise from infection or disease e.g., Hiv, acquired 
immunodeficiency

local extremity (wound) compromising factors

infection of a revision arthroplasty
recurrent infection after joint debridement with prosthesis retention
recurrent infection after prosthetic exchange protocol
recurrent open foot sores (neuropathic or structural)
Multiple incisions (creating skin bridges)
sinus tract
vascular insufficiency to extremity: absent extremity pulses, calicific aterial 
disease, venous insufficiency with skin plaques or intermittent sores

sle, systemic lupus erythematosus; Hiv, human immunodeficiency virus; 
AbG, arterial blood gases

beads require subsequent removal and may develop bio-
film on their surface if left in situ for long periods of time.6 
some authors have shown a relatively short period of anti-
biotic release with a decrease in local concentrations to 
10% of the initial levels within 24 hours.5,7 in contrast, as 
it is absorbed, calcium sulphate releases 100% of its anti-
biotic load, resulting in superior elution characteristics 
and higher sustained antibiotic concentrations over a 
period of several weeks.5,7-10 this results in concentrations 
of antibiotic locally that can be many times higher than 
the minimum inhibitory concentration for the relevant 
pathogen, while also ensuring that systemic levels and 
associated toxicity remain low.8,11 the use of calcium sul-
phate in orthopaedics has therefore been increasing, 
both as a bone void filler and as an “off-label” delivery 
agent for antibiotics in arthroplasty, chronic osteomyeli-
tis, open fractures and combat injuries.4,5,12 As this prac-
tice has increased, so has the understanding of the 
associated benefits and complications, which include 
transient hypercalcaemia, wound drainage and hetero-
topic ossification (Ho).9,11 Anecdotally, there has been an 
increase in complications when higher volumes of beads 
are used, especially in subcutaneous structures and in 
patients with comorbidities such as diabetes and long-
term steroid use.

this study aims to assess the safety profile of calcium 
sulphate bio-absorbable beads in revision arthroplasty, 
comparing complication rates in our patients with those 
reported in the literature.

Patients and Methods
Data were collected prospectively from patients under-
going revision arthroplasty of the knee and hip attending 
an arthroplasty centre in the United states (los Angeles 
orthopaedic institute) between september 2010 and 
June 2016. All procedures were undertaken by a single 
surgeon (eM). Patients who had a manipulation under 
anaesthesia or arthroscopic washout and debridement 
were excluded. those who underwent conversion of uni-
compartmental knee arthroplasty (UKA) to total knee 
arthroplasty (tKA) were included.

Demographic data including age and gender, and 
clinical data including patient staging, indication for revi-
sion surgery, procedure-specific information, follow-up, 
mortality and complications were recorded. staging  
was based on the system described by McPherson et al 
(tables i and ii).13 the indications were divided into 
infection, aseptic loosening, instability, periprosthetic 
fracture, metal allergy, implant failure and clinical need  
(pain or stiffness). the diagnosis of periprosthetic infec-
tion was confirmed using the Musculoskeletal infection 
society criteria (table iii).14,15 Procedure-specific data 
included the type and volume (cc) of calcium sulphate 
(stimulan, biocomposites ltd, Keele, United Kingdom) 
which were used. types of procedure included single-
stage revision, the first or second stage of a two-stage 

revision, and debridement, antibiotics, exchange of liner 
and implant retention (DAir). the latter procedure 
included the implantation of stimulan beads and intra-
venous antibiotics. the first of a two-stage revision 

table I. staging system for prosthetic joint infection risk (part i)

Category Grading Description

infection type 0 No active infection
 i early postoperative infection (< 3 wks 

postoperatively)
 ii Hematogenous infection (< 3 wks' duration)
 iii late chronic infection (> 3 wks' duration)
systemic host 
grade

A Uncompromised (no compromising factors)

(Medical/immune 
status)

b compromised (1 to 2 compromising factors)

 c significant compromise (> 2 compromising 
factors)

 or one of the following:
 Absolute neutrophil count <1000
 cD4 t cell count < 100
 intravenous drug abuse
 chronic active infection at other site
  Dysplasia/neoplasm of immune system
  (e.g. Myelodysplasia, cll)
local extremity 
Grade

1 Uncompromised (no compromising factors)

 2 compromised (1-2 compromising factors)
 3 significant compromise (> 2 compromising 

factors)
  or one of the following:
  soft-tissue loss requiring muscle 

transposition or
  Free flap transfer
  bone loss requiring structural allograft or
  substituting megaprosthesis
  local wound irradiation ≥ 4000 rads

stage = infection type + systemic host grade + local extremity grade;  
e.g i-A-1, iii-b-2
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included washout, debridement, removal the compo-
nents and the implantation of PMMA spacer and stimulan 
beads. the second stage included the removal of the 
spacer and implantation of revision components and 
further beads. the diagnosis of metal allergy was made 
using a lymphocyte transformation test from venous 
blood (orthopedic Analysis, chicago, illinois).

routine intravenous antibiotics and 1g tranexamic 
acid were administered at induction, and approxi-
mately 40 minutes prior to closure. An additional dose 
was given during particularly long procedures. We 
used commercially pure, synthetic physiological pH 
calcium sulphate powder - stimulan (biocomposites 
ltd, Keele, United Kingdom) with the rapidcure kit 
which includes 10 cc (20 g) of calcium sulphate hemi-
hydrate powder, a pre-mixing solution bulb, pellet 
mould and spatula. the mould produces three sizes of 
bead (3, 4.8 and 6 mm in diameter). one gram of van-
comycin powder was mixed with each 10 cc of cal-
cium sulphate in the mixing bowl and 240 mg of liquid 
tobramycin (40 mg/ml) was added. the ingredients 
were mixed for 30 seconds until “doughy” and the 
resulting paste was applied to the moulds using the 
spatula and allowed to set for ten to 15 minutes in a 
typical theatre temperature of 16°c to 17°c.16,17 in 
patients with fungal infection, 50 mg of amphotericin 
b was also added. the beads loaded with antibiotics 
were implanted around the components or the spacer 
before the wound was closed.

For patients undergoing knee surgery, the beads were 
placed in the medial and lateral gutters. For those under-
going hip surgery, they were placed deeply, inferior to 
the acetabulum and around the proximal femur.

PMMA, loaded with vancomycin and/or gentamicin, 
was used in all cemented procedures and in the first of 
two-stage procedures requiring the use of spacers. No 
other cement or absorbable beads were used. routine 
postoperative blood tests included a full blood count, 
crP, esr, and bone profile. routine radiographs were 
also undertaken prior to discharge from hospital.  
the patients were reviewed at six weeks, three, six and  

12 months postoperatively and bi-annually thereafter. 
Ho around the knee was categorized according to the 
classification of Harwin et al (table iv).18 Ho around the  
hip was categorized according to the classification of 
brooker et al (table v).19 the levels of calcium in the 
blood were recorded on the first postoperative day, and 
at routine review. Hypercalcaemia was defined as a level 
of > 10.7 mg/dl (equivalent to 2.6 mmol/l).

the complications arising from revision surgery and 
from the use of the beads were recorded. Any reopera-
tion was classified as a surgical complication and divided 
into aseptic loosening, fracture, instability and those due 
to infection. stimulan-specific complications included 
wound drainage, Ho and hypercalcaemia.
Statistical analysis. statistical analysis of all stimulan-
related complications was undertaken. our primary 
aim was to relate the presence or absence of a com-
plication to the volume of the beads, the grade of the 
patient and the location using logistic generalised lin-
ear model (GlM). the location, the presence of a com-
plication and the relationship between the grade of  
the patient and type of complication were tested using 
the chi-squared test. All analyses were performed in  
r (r Foundation for statistical computing, r founda-
tion, vienna, Austria). statistical significance was set  
at p < 0.05.

Results
A total of 755 patients with a mean age of 63 years  
(30 to 94), of whom 456 had revision tKA (revtKA) and 
299 had revision tHA (revtHA) were included in the 
study. two patients in the revtKA group underwent  
conversion of UKA to tKA. there were 381 women  
and 374 men. the mean follow-up was 35 months (0 to 

table III. Musculoskeletal infection society definition of peri-prosthetic 
infection14

Presence of a sinus tract communicating with the prosthesis

or
isolation by culture of a pathogen from ≥ two separate tissue or fluid 
samples from the affected joint.
or
Any four of the following criteria are present:

raised esr and crP.
raised synovial leukocyte count.
raised synovial neutrophil percentage.
Purulence in the affected joint.
isolation of a micro-organism in one culture of joint tissue or fluid.
> five neutrophils per high-power field in five high power fields observed 
from histologic analysis of peri-prosthetic tissue at 9400 magnification.

table IV. the classification of heterotopic ossification around the knee 
according to Harwin et al18

Grade Radiographic findings

i sessile attached to the periosteum of the anterior femur and 
limited to the suprapatellar pouch

ii Amorphous or globular pattern limited to the quadriceps 
expansion

iiia combination of sessile and globular with less than 75% of the 
height of the soft tissues on lateral radiograph involved.

iiib combination of i and ii with greater than 75% of the height of the 
soft tissues on lateral radiograph involved.

table V. the classification of heterotopic ossification around the hip accord-
ing to brooker et al19

Grade Classification

Grade i ossification islands around the hip
Grade ii bone projection of pelvis or proximal femur at least 1 cm away 

from the opposite surface
Grade iii bone projection of pelvis or proximal femur reducing space 

between opposite surface < 1 cm
Grade iv Hip ankylosis
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table VI. the demographics of the patients and outcomes (part i)

n = 755 total (n) Hip (n) Knee 
(n)

total 
(%)

Hip 
(%)

Knee 
(%)

Patient 
host grade

Knees n = 456 complications 100 34 66 13% 11% 14%  
 Age (yrs) 63.87 (29 to 96) Aseptic failures 25 9 16 7% 6% 8%  
 Gender 243 F, 243 M loosening 5 3 2 5% 5% 6%  
 Avg F/U 35.08 mths (0 to 78) instability 13 4 9 11% 9% 12%  
 stim avg 21.51 (5 to 80) Periprosthetic 1 0 1 2% 0% 4%  
 Metal allergy 2 0 2 11% 0% 11%  
Hips n = 299 implant failure 2 2 0 29% 29% 0%  
 Age (yrs) 62.09 (31 to 92) Pain/stiffness 2 0 2 3% 0% 4%  
 Gender 188 F, 160 M  
 Avg F/U 35.28 mths (0 to 78) Infection 34 15 19 5% 5% 4% blank
 stim avg 25.27 (5 to 70) original indication infection 27 12 15 7% 9% 6%  
Indication (combined)  
infection 387 Hip 140; Knee 247  
loosening 95 Hip 61; Knee 34 Drainage 32 11 21 4% 4% 5% 3%/5%/5%
instability 118 Hip 43; Knee 75 Hypercalcemia 41 19 22 5% 6% 5% 1%/7%/13%
Periprosthetic 50 Hip 22; Knee 28 Heterotopic ossification 13 8 5 2% 3% 1% 1%/3%/1%
Metal allergy 19 Hip 1; Knee 18 Deceased 14 6 8 2% 2% 2% blank
implant failure 7 Hip 7; Knee 0  
Pain/stiffness 79 Hip 25; Knee 54  

table VII. the demographics of the patients and outcomes (part ii)

Knees Hips  

Single stage n = 209 Single stage n = 159  
 Age (yrs) 62.98 (29 to 96) Age (yrs) 62.78 (32 to 92)
 Gender 127 F, 105 M Gender 109 F, 91 M
 Avg F/U 34.81 months (0 to 78) Avg F/U 36.00 mths (0 to 78)
 stim avg 13.78 stim avg 18.7
 stim range 5 to 40 stim range 5 to 50
 complications 33 complications 12
 Failures 14 Failures 9
 septic 4 septic 3
 Drainage 8 Drainage 3
DAIR n = 49 DAIR n = 19  
 Age (yrs) 61.29 (43 to 77) Age (yrs) 57.77 (32 to 76)
 Gender 23 F, 30 M Gender 14 F, 7 M
 Avg F/U 34.13 mths (0 to 77) Avg F/U 35.18 mths (2 to 57)
 stim avg 20.75 stim avg 33.00
 stim range 5 to 40 stim range 10 to 60
 complications 4 complications 2
 Failures 6 Failures 1
 septic 5 septic 1
 Drainage 2 Drainage 2
First of 2 stage n = 108 First of 2 stage n = 68  
 Age (yrs) 65.24 (28 to 86) Age (yrs) 61.39 (31 to 88)
 Gender = 53 F, 59 M Gender = 38 F, 35 M
 Avg F/U = 35.57 mths (1 to 75) Avg F/U = 33.22 mths (0 to 73)
 stim avg = 34.15 stim avg = 36.58
 stim range = 10 to 80 stim range = 10 to 60
 complications = 10 complications = 13
 Failures = 2 Failures = 4
 septic = 1 septic = 4
 Drainage = 2 Drainage = 2
Second of 2 stage n = 90 Second of 2 stage n = 53  
 Age (yrs) 65.70 (28 to 87) Age (yrs) 62.04 (32 to 88)
 Gender 40 F, 49 M Gender 27 F, 27 M
 Avg F/U 35.34 mths (3 to 73) Avg F/U 35.67 mths (1 to 72)
 stim avg 26.12 stim avg 32.96
 stim range 10 to 40 stim range 10 to 70
 complications 19 complications 8
 Failures 12 Failures 8
 septic 9 septic 7
 Drainage 11 Drainage 4

DAir, exchange of liner and implant retention
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78). the indications are shown in tables vi and vii. Most 
(387) underwent revision for infection, followed by 118 
who underwent revision for instability. All seven patients 
whose initial indication was implant failure had failure 
of the acetabular component due to fracture of the 
ceramic liner. A total of 209 in the revtKA group had a 
single-stage revision, 19 using DAir; 108 had the first of 
a two-stage revision, and 90 had the second of a two-
stage revision. A total of 159 in the revtHA group had  
a single-stage revision, 19 using DAir; 68 had the first of 
a two-stage revision and 53 had the second of a two-
stage revision. A total of 59 (7.8%) were reoperations, 
34 were for infection (27 recurrent) and 25 for aseptic 

causes: loosening (5), instability (13), acetabular failure 
(2), periprosthetic fracture (1), metal allergy (2) and 
pain and stiffness (2).

A mean of 23.39 cc (5 to 80) of stimulan was used per 
procedure. stimulan-related complications occurred in 86 
operations (11.4%), drainage in 32 (4.2%), hypercalcaemia 
in 41 (5.4%) and Ho in 13 (1.7%) (table vi).

Drainage occurred in 32 patients (4.2%), 21 knees and 
11 hips. if this occurred within five days postoperatively 
and involved serous or serosanguinous fluid with or with-
out calcium deposits, anti-coagulants were stopped and 
the wounds re-dressed. if drainage persisted for more 
than five days postoperatively, or was sanguinous in 

table VIII. summary of results for patients with hypercalcaemia

Procedure Bead volume (cc) Ca Peak (mg/dl) Duration (days) Host grade

revision 50 14.9 10 b
revision 20 14.2 6 b
reimplantation 40 12.9 3 b
resection 50 12.4 7 c
DAir 40 11.9 5 c
revision 40 11.8 5 c
revision 20 11.5 4 b
resection 20 11.5 8 c
revision 40 11.3 2 b
reimplantation 40 11.2 2 b
revision 30 11.1 2 c
DAir 40 11.1 5 c
reimplantation 40 10.9 1 b
reimplantation 30 10.9 1 c
revision 40 10.9 4 b
revision 20 10.9 7 b
resection 40 10.9 7 b
revision 30 10.8 2 b
resection 20 10.8 1 A

DAir, exchange of liner and implant retention

table X. Generalised linear model (GlM) results relating the presence or absence of a complication to bead volume, location and patient grade. GlM results 
relating to bead volume to the type of complication, location and patient grade

Dependent variable Main effect Chi-squared Degrees of freedom p-value

complication presence (n = 755)  
 bead volume 10.2 1 0.0014
 Patient grade 12.3 2 0.0021
 body location 0.13 1 0.72
  
bead volume (n = 86)  
 complication type 4.38 2 0.027
 Patient grade 0.09 2 0.87
 body location 8.98 1 0.0077

values in bold indicate statistical significance

table IX. Descriptive statistics for bead volume (cc) and calcium-related complications

Complication n Mean Median sd

Drainage 31 24.4 20.0 10.9
Hypercalcemia 41 32.3 40.0 10.7
Heterotopic ossification 13 27.7 30.0 12.8
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nature, (as in 15 knees and eight hips in our series) a 
washout under general anaesthesia was undertaken.

transient hypercalcaemia was detected in 41 patients 
(5.4%), 22 knees and 19 hips (table viii. the mean levels 
were 11.7 mg/dl (10.8 to 14.9); the levels returned to 
normal at a maximum of five days postoperatively. two 
patients in the revtHA group developed symptoms and 
were treated with one iv dose of bisphosphonate and 
0.9% saline.

Ho occurred in 13 patients (1.7%), five knees and 
eight hips. Knees (Harwin): Mode − 1; range − 1-3 Hips 
(brooker): Mode − 1; range − 1-2.

one patient in the revtKA group with Harwin ii Ho 
required manipulation. two patients in the revtHA 
group with Ho (brooker ii and iii respectively) were 
treated operatively at time of reimplantation. the remain-
ing four knees and six hips with Ho required no treat-
ment. the volume of the beads for the grades of the 
patients are shown in table iX.
Stimulan-related complications. Analysis of the fac-
tors relating to the presence or absence of a complica-
tion and the volume of the beads are shown in table X. 
overall, both bead volume (p = 0.0014) and patient grade 
(p = 0.0021) had a significant effect on the presence or 
absence of a complication. the location had no significant 
effect (p = 0.72; Fig. 1). the volume of the beads was sig-
nificantly different for types of complication (p = 0.027; 
Fig. 2a). in post hoc comparisons looking at pairwise differ-
ences in bead volume between complication type, there 
was a significant difference between the hyper calcaemia 
and drain groups (Hypercalcaemia, Hycal – Drain tukey 
adjusted p = 0.045), while the other pairwise difference 
were not significantly different (Ho – Drain p  = 0.88; 
Hycal – Ho P = 0.46).the volume of the beads was sig-
nificantly different for body location (p = 0.0077; Fig 2c). 
there was no significant relationship between volume 
and patient grade (p = 0.87; Fig. 2b).

Discussion
clinical outcomes and patient-reported outcome meas-
ures were not the focus of this study and therefore were 
not reported. However, the demographics of the patients 
were comparable with those reported in the literature. 
With a mean age of 63 years, 57% being women, these 
demographics are similar to the data reported in both  
the National Joint registry of england and Wales (NJr) 
(mean age 69.9, women 51.5%) and the American Joint 
replacement registry (AJrr) (mean age 66.5, women 
59.2%) for patients undergoing revision tKA and tHA.20,21 
infection was the main indication for revision in our series, 
with 387 patients (51%), 247 revtKAs and 140 revtHAs, 
having proven infection preoperatively. the rate of reop-
eration was 7.8% at a mean follow-up of 35.2 months, 
comparable with that of 8.45% reported in the NJr.20

Wound drainage. the incidence of wound drainage, of 
4.2%, is low, with rates ranging between 3.2% and 51% 

in the literature.9,22 A previous study by the senior author 
(eM) analysed wound drainage rates following the use 
of antibiotic impregnated calcium sulphate in a series 
of 250 revision arthroplasties, reporting a rate of 3.2%.9 
Drainage tended to occur in patients in whom a higher 
volume of bead had been used, with more subcutane-
ous placement and in those with a poor host grade, such 
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as McPherson grade c.9,13 Kelly et al23 reported a rate of 
drainage of 3.6% in 109 patients treated with calcium 
sulphate for bone defects using osteoset (Wright Medical 
technology inc., Arlington, tennessee). Ferguson et al24 
reported a rate of 15.4% when used to treat 195 patients 
with chronic osteomyelitis. the relative subcutaneous 
placement of beads and rate of drainage reported in 
this paper supports a role for location of beads in the 
development of drainage. borelli et al25 reported a rate 
of drainage of 23% (five patients) in the treatment of  

26 patients with a nonunion and an osseous defect, 
using bone graft mixed with calcium sulphate. the high-
est rate, of 51%, was reported by Ziran et al22 using 
calcium sulphate combined with demineralized bone 
matrix in the treatment of nonunions.

We found no significant difference in bead volume 
between patient drainage groups. there was also no  
significant difference in the rate of complications (the 
number of patients with drainage) and location between 
the revtKA (22) and revtHA (19) groups (p > 0.05). 
therefore, the observation that drainage is increased in 
large bead volumes remains anecdotal.

Drainage within five days of surgery was managed 
conservatively but drainage beyond five days was treated 
surgically with a washout and closure. therefore, the 
longer-term implications on infection and clinical out-
come are not available for our dataset. However, in a  
case series reported by Ferguson et al,24 there were no 
recurrent infections in the drainage group treated non-
surgically, all of whom had drainage beyond 14 days 
postoperatively. this may reflect a high concentration of 
antibiotic draining from the wound, rather than exudate 
alone. it is of concern when a carefully undertaken revi-
sion joint leaks exudate that is similar to the discharge 
seen in infection. Wound drainage is a recognized compli-
cation after the use of calcium sulphate beads, notably 
when volumes of > 20 cc are used, particularly in subcuta-
neous bones, as around the knee.4,26 As well as physical 
factors such as volume and anatomical placement, the 
grade of the patient and the dissolution of calcium sul-
phate are also thought to play a role.

calcium sulphate (caso4) is inorganic and has  
three principle forms: anhydrous, known as anhydrite, 
with the formula caso4; hemihydrated with the for-
mula caso4•0.5H2o and dihydrated with the formula 
caso4•2H2o. once water is added it converts to the 
dihydrate form, and this is the basis for the setting reac-
tion. stimulan is the synthetically pure hemihydrated 
form. it is hypothesized that the placement of calcium 
sulphate in the operating field alters the osmolality of the 
wound, leading to the movement of water out  
of cells with the accumulation of fluid and wound drain-
age.5,11,27,28 Precautions taken by the senior author 
include reduced volume of stimulan in subcutaneous tis-
sues and fastidious wound closure (Fig. 3).
transient hypercalcaemia. We found an overall di fference 
in the volume of the beads in the different types of com-
plication, with a larger volume in the group with hyper-
calcaemia compared to patients without a complication. 
this corroborates our previous observations9,11 about the 
excessive use of calcium sulphate-based products and 
the associated risk of hypercalcaemia.

Peltier3 initially described transient hypercalcaemia 
after implantation of calcium sulphate in his experiments 
in the 1950s. there were raised serum calcium levels after 
the implantation of calcium sulphate beads in a canine 
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Graphs showing the subset of patients with a complication: a) bead volume 
changes for different types of complication; b) bead volume changes with patient 
grade and c) the percentage with complications changes with body location. 
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model, but this elevation was not sustained nor were sys-
temic effects noted. A later study using calcium sulphate 
to fill osseous defects in five patients did not reproduce 
this transient hypercalcaemia.29

A previous study reported by the lead author involved 
15 patients of whom three developed hypercalcaemia, 
one with symptoms requiring treatment. this patient had 
undergone a two-stage revision tHA and had received  
40 cc of stimulan with antibiotics implanted around the 
revision components.

A case report by carlson et al30 described transient 
hypercalcaemia in a patient with a peak serum calcium of 
14.5 mg/dl on the fifth postoperative day after revision 
of an infected tHA, who was treated with a single subcu-
taneous dose of calcitonin 200 iU and iv fluids. the cal-
cium level returned to normal four days later. A further 
case report described a 69-year-old woman who devel-
oped convulsions and coma after calcium sulphate beads 
were implanted during lumbar fusion.31 the authors con-
cluded that these were caused by leakage of calcium sul-
phate into the cerebrospinal fluid through a dural tear.31 
the serum calcium levels remained normal.

there is an active United states Food and Drug 
Administration adverse reaction report regarding tran-
sient hypercalcaemia following the use of vancomycin-
infused calcium sulphate beads (osteoset; Wright Medical 
technology inc.) in a patient undergoing revision tHA for 
infection.32

Precautions should be taken to avoid hypercalcaemia 
which may cause convulsions, coma and cardiac arrest. 
All patients should be screened for contraindications and 
have their calcium levels monitored pre- and postopera-
tively. in our opinion, the volume of calcium sulphate 
should be limited to a maximum of 40 cc per operation, 
increasing to 80 cc if it is placed within the medulla of the 
bone. FDA guidelines on the use of materials, which 
include calcium to fill voids in bone, warn of the risks  
of transient hypercalcaemia, and cautions against their 

use in the presence of pre-existing disorders of calcium 
metabolism, as well as warning against “inappropriate 
material composition which may lead to substantially 
more rapid resorption of the implant”.33 it is hypothe-
sized that premature breakdown within a short period of 
time results in the ‘dumping’ of calcium ions in a small 
area, and rapid absorption by local capillaries. the rea-
sons for this are poorly understood but probably reflect a 
combination of host factors such as the grade of the 
patient, and surgical variables, such as excessive saline 
used to mix the calcium sulphate paste and implantation 
before complete setting of the beads. it should be noted 
that adding different antibiotics and combinations of 
antibiotics has very different effects on setting time.16

Heterotopic ossification (Ho). there is little information 
about Ho after revision arthroplasty and less about its 
incidence after the use of calcium sulphate. the combined 
rate of Ho for revision knees and hips in our series, of 1.7% 
is low, with rates of up to 56% following revision tKA 
being reported.34 We found that the volume of the beads 
had no statistically significant effect on the incidence of 
Ho compared with patients without complication.

to our knowledge, there are no other reports regard-
ing the incidence of Ho following the use of calcium sul-
phate beads in revision surgery apart from those of the 
senior author. in that series, mild Ho (brooker i – ii) 
occurred in eight of 250 revision tKA and tHAs (3.2%) 
and there was a suggested link between high bead vol-
umes and Ho, as well as reduced intra-articular synovial 
volume, as occurs in osteoarthritic joints and exposed 
intra-articular bone following periosteal stripping dur-
ing surgery. Ho is the formation of mature lamellar bone 
in extraskeletal soft tissues.35 Acquired Ho is strongly 
associated with brain injury and other central nervous 
system conditions including tumours, spinal cord lesions 
and infection, as well as soft-tissue trauma as occurs in 
burns, polytrauma and arthroplasty.35,36 Although not 
fully understood, its aetiology is known to involve the 
induction of osteoprogenitor differentiation in response 
to injury, and osteoblast formation with bone deposi-
tion.35 raina et al37 reported that skeletal muscle acts as 
an osteoinductive niche for bone formation with the use 
of a biphasic calcium sulphate/hydroxyapatite bioma-
terial. Murine skeletal muscle cells were seeded onto 
hydroxyapatite/calcium sulphate and the phenotype of 
the cells analyzed after exposure to secretions harvested 
from rat bone cells to mimic the extracellular matrix pro-
teins and growth factors present in an orthopaedic sur-
gical site. the cells differentiated into osteoblast-like 
cells, expressing prominent bone markers after seeding 
on the biomaterial. the media of the cells contained 
bone morphogenetic protein-2 (bMP-2) (8.4 ng/mg, sd 
0.8), and bMP-7 (50.6 ng/mg, sd 2.2). In vitro, this 
model, similar to that found in the surgical sites of our 
patients, induced differentiation of skeletal muscle cells 
towards an osteogenic lineage. in our series, no 

Fig. 3

Photograph showing wound closure of deep layer using interrupted absorb-
able sutures.
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intraoperative histological samples were taken and 
therefore it is not possible to say whether the Ho was 
truly ectopic bone or ectopic calcification of soft tissue 
following chemical (calcium sulphate) and physical 
trauma (dystrophic soft-tissue calcification).36 in either 
case, it is possible that the deposits represented both a 
complication of revision surgery and of implanting cal-
cium sulphate, with clustering of beads leading to locally 
raised concentrations of calcium, increasing the risk of 
Ho. overall, the effect of Ho in our patients was low, 
and it was brittle and easily removed during second-
stage procedures. it did not cause symptoms when left 
in patients undergoing single-stage procedures. 
therefore, it is not felt that Ho is a significant issue when 
using absorbable calcium sulphate beads.
Patient grade. We found an overall effect of patient 
grade on the rate of complications. However, there 
was no tendency to use a higher volume of beads in 
grade b and c patients, who subsequently developed 
complications, suggesting that factors other than  
volume contribute to the complications.

the study has strengths, including the large number 
of patients and the detailed data collection, making it  
the most comprehensive report in the literature, to date, 
on the use of calcium sulphate-based bone substitutes. 
the main limitation is the overall design. Although 
detailed and prospective, the study lacks a control group. 
Furthermore, although the causes of stimulan-related 
complications are likely to be multifactorial, we only 
assessed the effects of patient grade and bead volume. 
Also, although bead volume was shown to be a sta-
tistically significant factor in the development of 
hypercalcaemia, we were not able to support anecdotal 
observations in the literature about drainage and Ho, nor 
did patient grade have a statistically significant effect on 
the rate of complications.

overall, these findings contribute to the literature and 
will help inform surgeons about the risks and benefits of 
using calcium sulphate. Future studies should focus on 
multivariate analysis and incorporate control groups to 
elucidate the risks better.

References
 1. Dreesmann H. Ueber Knochenplombierung. Beitr Klin Chir 1892;9:804-810.
 2. Fillingham Y, Jacobs J. Bone grafts and their substitutes. Bone Joint J 2016;98-B 

(1 Suppl A):6-9.
 3. Peltier LF. The use of plaster of paris to fill large defects in bone. Am J Surg 

1959;97:311-315.
 4. Beuerlein MJ, McKee MD. Calcium sulfates: what is the evidence? J Orthop 

Trauma 2010;24(Suppl 1):S46-S51.
 5. McKee MD, Li-Bland EA, Wild LM, Schemitsch EH. A prospective, randomized 

clinical trial comparing an antibiotic-impregnated bioabsorbable bone substitute 
with standard antibiotic-impregnated cement beads in the treatment of chronic 
osteomyelitis and infected nonunion. J Orthop Trauma 2010;24:483-490.

 6. Neut D, van Horn JR, van Kooten TG, van der Mei HC, Busscher HJ. Detection 
of biomaterial-associated infections in orthopaedic joint implants. Clin Orthop Relat 
Res 2003;413:261-268.

 7. Stravinskas M, Horstmann P, Ferguson J, et al. Pharmacokinetics of gentamicin 
eluted from a regenerating bone graft substitute: in vitro and clinical release studies. 

Bone Joint Res 2016;5:427-435.
 8. Sanicola SM, Albert SF. The in vitro elution characteristics of vancomycin and 

tobramycin from calcium sulfate beads. J Foot Ankle Surg 2005;44:121-124.
 9. McPherson E, Dipane M, Sherif S. Dissolvable Antibiotic Beads in Treatment of 

Periprosthetic Joint Infection and Revision Arthroplasty - The Use of Synthetic Pure 
Calcium Sulfate (Stimulan®) Impregnated with Vancomycin & Tobramycin. Reconstr 
Rev 2013;3:32-43.

 10. Cooper JJ, Florance H, McKinnon JL, Laycock PA, Aiken SS. Elution profiles of 
tobramycin and vancomycin from high-purity calcium sulphate beads incubated in a 
range of simulated body fluids. J Biomater Appl 2016;31:357-365.

 11. Kallala R, Haddad FS. Hypercalcaemia following the use of antibiotic-eluting 
absorbable calcium sulphate beads in revision arthroplasty for infection. Bone Joint J 
2015;97-B:1237-1241.

 12. Helgeson MD, Potter BK, Tucker CJ, Frisch HM, Shawen SB. Antibiotic-
impregnated calcium sulfate use in combat-related open fractures. Orthopedics 
2009;32:323.

 13. McPherson EJ, Woodson C, Holtom P, et al. Periprosthetic total hip infection: 
outcomes using a staging system. Clin Orthop Relat Res 2002;403:8-15.

 14. Parvizi J, Zmistowski B, Berbari EF, et al. New definition for periprosthetic joint 
infection: from the Workgroup of the Musculoskeletal Infection Society. Clin Orthop 
Relat Res 2011;469:2992-2994.

 15. Hozack WJ, Parvizi J. New definition for periprosthetic joint infection.  
J Arthroplasty 2011;26:1135.

 16. Laycock PA, Brayford M, Cooper JJ. Effects of antibiotic addition on the setting 
time of calcium sulphate bone cement. eCM XII: Implant Infection. Proceedings of the 
12th eCells & Materials Conference, 2011, Congress Center, Switzerland.

 17. Laycock PA, Brayford M, Cooper JJ. A simple acoustic technique to assess 
the setting time of antibiotic loaded calcium sulphate. eCM XII: Implant Infection. 
Proceedings of the 12th eCells & Materials Conference, 2011, Congress Center, 
Switzerland.

 18. Harwin SF, Stein AJ, Stern RE, Kulick RG. Heterotopic ossification following 
primary total knee arthroplasty. J Arthroplasty 1993;8:113-116.

 19. Brooker AF, Bowerman JW, Robinson RA, Riley LH Jr. Ectopic ossification 
following total hip replacement. Incidence and a method of classification. J Bone 
Joint Surg [Am] 1973;55-A:1629-1632.

 20. No authors listed. The National Joint Registry for England, Wales, Northern 
Ireland and the Isle of Man. 13th Annual Report. 2016. http://www.njrcentre.
org.uk/njrcentre/Portals/0/Documents/England/Reports/13th%20Annual%20
Report/07950%20NJR%20Annual%20Report%202016%20ONLINE%20REPORT.pdf 
(date last accessed 17 May 2018).

 21. No authors listed. American Joint Replacement Registry (AJRR). Third Annual 
Report. 2016. http://ajrr.net/images/annual_reports/AJRR_2016_Annual_Report_
final.pdf (date last accessed 17 May 2018).

 22. Ziran BH, Smith WR, Morgan SJ. Use of calcium-based demineralized 
bone matrix/allograft for nonunions and posttraumatic reconstruction of 
the appendicular skeleton: preliminary results and complications. J Trauma 
2007;63:1324-1328.

 23. Kelly CM, Wilkins RM, Gitelis S, et al. The use of a surgical grade calcium 
sulfate as a bone graft substitute: results of a multicenter trial. Clin Orthop Relat Res 
2001;382:42-50.

 24. Ferguson JY, Dudareva M, Riley ND, et al. The use of a biodegradable antibiotic-
loaded calcium sulphate carrier containing tobramycin for the treatment of chronic 
osteomyelitis: a series of 195 cases. Bone Joint J 2014;96-B:829-836.

 25. Borrelli J Jr, Prickett WD, Ricci WM. Treatment of nonunions and osseous 
defects with bone graft and calcium sulfate. Clin Orthop Relat Res 2003;411:245-254.

 26. No authors listed. Ltd B. Stimulan RapidCure; Instructions for use. https://www.
biocomposites.com/media/82227/eu-stimulan-rapid-cure-preparation-guide-
ma0079r2.pdf (date last accessed 9 October 2018).

 27. Humm G, Noor S, Bridgeman P, David M, Bose D. Adjuvant treatment of chronic 
osteomyelitis of the tibia following exogenous trauma using OSTEOSET(®)-T: a review of 
21 patients in a regional trauma centre. Strateg Trauma Limb Reconstr 2014;9:157-161.

 28. Romanò CL, Logoluso N, Meani E, et al. A comparative study of the use of 
bioactive glass S53P4 and antibiotic-loaded calcium-based bone substitutes in the 
treatment of chronic osteomyelitis: a retrospective comparative study. Bone Joint J 
2014;96-B:845-850.

 29. Peltier LF. The use of plaster of Paris to fill defects in bone. Clin Orthop 1961;21:1-31.
 30. Carlson CR Jr, Markulis E, Thompson E, Havill J. A Novel Case of Hypercalcemia 

Following the Use of Calcium Sulfate Beads. Nephrol Open J 2015;1:17-19.
 31. Smith I. Convulsions and Coma Associated with Iatrogenically Elevated CSF Calcium 

Levels Post Spinal Surgery: A Case Report. Crit Care Resusc 2005;7:173-176.



579 r. KAllAlA,  W. eDWiN HArris,  M. ibrAHiM,  M. DiPANe,  e. McPHersoN 

BONE & JOINT RESEARCH

 32. No authors listed. US Department of Health and Human Services FaDA. MAUDE 
Adverse Event Report: WRIGHT MEDICAL GROUPCALCIUM OSTEOSET BEADS 2005 
[04/29/2005]. Available from: http://fdable.com/basic_query/maude (date last 
accessed 9 October 2018).

 33. No authors listed. U.S. Department of Health and Human Services FaDa. Guidance 
for Industry and FDA Staff - Class II Special Controls Guidance Document: Resorbable 
Calcium Salt Bone Void Filler Device USA2003. Available from: http://www.fda.gov/
MedicalDevices/DeviceRegulationandGuidance/GuidanceDocuments/ucm072704.
htm (date last accessed 19 September 2018).

 34. Barrack RL, Brumfield CS, Rorabeck CH, Cleland D, Myers L. Heterotopic 
ossification after revision total knee arthroplasty. Clin Orthop Relat Res 2002;404:208-213.

 35. Edwards DS, Clasper JC. Heterotopic ossification: a systematic review. J R Army 
Med Corps 2015;161:315-321.

 36. Vanden Bossche L, Vanderstraeten G. Heterotopic ossification: a review.  
J Rehabil Med 2005;37:129-136.

 37. Raina DB, Gupta A, Petersen MM, et al. Muscle as an osteoinductive niche for 
local bone formation with the use of a biphasic calcium sulphate/hydroxyapatite 
biomaterial. Bone Joint Res 2016;5:500-511.

Funding statement
 � W. edwin Harris has previously acted as a statistical consultant for biocomposites 
ltd on aspects of clinical study design. For this manuscript however, he acted as a 
co-author in a purely academic capacity .

 � r. Kallala and e. McPherson have previously had consultancy contracts with 
biocomposites, neither of which is related to this article.

Author contributions
 � r. Kallala: Project concept, study design, data collection, data analysis, manuscript 
preparation.

 � W. edwin Harris: Data analysis, manuscript preparation.
 � M. ibrahim: Data analysis, manuscript preparation.
 � M. Dipane: Data collection, data analysis.
 � e. McPherson: Project concept, data collection, data analysis, manuscript 
preparation.

IcMJe coI statement
 � None declared

© 2018 Author(s) et al. this is an open-access article distributed under the terms 
of the creative commons Attributions licence (cc-by-Nc), which permits unrestricted 
use, distribution, and reproduction in any medium, but not for commercial gain, pro-
vided the original author and source are credited.


